The objective of the present study was to validate virtual models for the study of dual core and cylindrical screws and evaluate the influence of the geometry of the screws on the mechanical behavior and anchoring. Two models of dual core screws were used, one with a double thread and the other with a single thread, both with a conventional cylindrical screw were used in this study. The stiffness was assessed in a pullout test using polyurethane. Three dimensional virtual models simulating the pullout test were created for finite element analysis. To validate the models, the results were correlated with the mechanical tests. Tensions generated in polyurethane and the screw were studied while simulating the application of force in the direction of the screw pullout, of force transmitted by the rod with the individual standing at rest, and the force transmitted by the rod when performing flexion of the trunk. The dual core screws generated lower tensions in the polyurethane when compared to the cylindrical screw for the forces studied. When evaluating internal tension in the screw, lower levels of tension were presented in the dual core -double thread, higher levels were observed in dual coresingle thread, this screw has a smaller internal diameter which may be responsible for this higher generated tension. The dual core screws double thread proportionated good anchorage with more diameter on the region with great tension, avoiding the fracture.
INTRODUCTION
The use of internal fixation of the vertebral column has allowed the realization of more rapid arthrodesis and better deformity correction without the need for external immobilization. The mechanical performance of a vertebral fixation system is highly dependent on its biomechanical characteristics and the maintenance of strength of the vertebral screw interface (Chen et al., , 2003b Hackenberg et al., 2002; Kostuik et al., 1994) . Screw resistance to fracture, flexure, and high resistance to pullout have been widely used as anchoring elements of vertebral fixation systems. However, the loss of stability of the spinal fixation system can be affected by loosening or fracture thereof. Thus, the interface between the screw and the vertebral bone plays an important role in the biomechanical stability of the spinal fixation system and can interfere with the final outcome (Brantley et al., 1994; Coe et al., 1990; George et al., 1991; Hirano et al., 1997) .
Failure of screw fixation is a clinical problem commonly seen in vertebral spine surgeries (Law et al., 1993) . Screw fixation on the vertebra depends on several factors related to the bone in which it is deployed (bone mineral density), the type of screws used (design, outer diameter, pitch and thread height) and the technical preparation of the pilot hole (diameter, tapping and drilling tool) (Hsu et al., 2005; Lill et al., 2006; Zdeblick et al., 1993) .
The literature presents several studies that compare the mechanical resistance of conical and cylindrical screws (Abshire et al., 2001; Hsu et al.; Inceoglu et al., 2004; Kwok et al., 1996; Ono et al., 2001) . Some studies report that conical screws have greater pullout resistance and better grip than cylindrical screws (Krenn et al., 2008) . However, the study by Krenn et al. reported a higher binding capacity of cylindrical screws compared to conical screws. Recently some studies using dual core screws have observed good fixation in vertebra (Lill et al.) . However, these screws do not present more resistance to tearing when compared to the cylindrical or conical screws (Lill et al.; Seller et al., 2007) . Therefore, this study aimed to validate virtual models for the study of dual core and cylindrical screws and evaluate the influence of the geometry of the screws on the mechanical behavior and anchorage, and verification of which might provide better fixation over time.
MATERIAL AND METHOD
Two dual core model screws, one with single thread for anterior fixation and one with double thread with a conventional cylindrical screw, used in both posterior and anterior fixation (Synthes®, Davos, Switzerland) were used in this study (Table I) .
Rigid polyurethane blocks were validated by the American Society for Testing Materials (ASTM), which found that this material has mechanical properties that mimic human cancellous bone. This society considers rigid polyurethane a standard material for performing mechanical tests on rigid orthopedic implants. Synthetic bone offers advantages such as homogeneity of the samples and better reproducibility when compared with the biological material.
Stiffness.
The stiffness of each model screw was obtained through a 'mechanical' pullout test using polyurethane (Nacional Ossos®, Jau, SP, Brazil) with a density of 0.16 g/ cm 3 , modules of elasticity 0.023 GPa and Poisson's ratio 0.3. For this, 30 blocks of polyurethane of 24 x 24 x 42 mm were made. These were divided into three groups, being G1: dual core screw -double thread, G2: dual core -single thread, and G3: cylindrical screw. The screws were inserted through a hole in the pilot blocks produced by a probe with 3.8 mm diameter, as recommended by the manufacturer. A guide was used to ensure the perpendicularity of the screw relative to the surface of the block. The mechanical pullout tests were performed using a universal testing machine (EMIC® -DL 10000, São José dos Pinhais, Brazil) with a load cell of 2000 N. Blocks with screws inserted were placed on a platform and pullout force (F) was applied vertically to the bolt head, at a rate of 2 mm/min (Fig. 1) . The force curve (N) x displacement (mm) was obtained by the Tesc 3.13 program (EMIC, Brazil) and in this way the stiffness was obtained.
Validation of Virtual Models. Three virtual three-dimensional models simulating the pullout test were created in ANSYS WorkBench® 10.0 software (ANSYS Inc. -Canonsburg, USA) for analysis by the finite element method. Three-dimensional mesh models with tetrahedral elements were generated and analyzed in the program. The elements SOLID186, SOLID 187, CONTA170 E and TARGE170 were used. All components were considered homogeneous and isotropic. Table II shows the modulus of elasticity (E) and Poisson's ratio (n) of the materials used in the simulation. Simulating pullout and stiffness of the models was performed for comparison with the 'mechanical' forces test. After comparing the results and validating the models, a study of the tension generated in polyurethane and in the screw to simulate the application of pullout strength, compression, and flexion was performed.
Pullout.
A force of 50N in the direction of pullout was applied to the screw head in the virtual models ( Fig. 2A ).
Compression.
A rod (6 mm diameter and 30 mm long) of the same material was inserted into the screw head to allow this application of compressive force. A force of 50N was applied to the opposite end of the screw head (Fig. 2B ).
Flexion. In the same model a compression force of 50N was applied at the opposite extremity to the screw head, 45° in relation to the axis of the rod in the direction of the screw tip (Fig. 2C ).
In this study the distribution of von Mises tension was evaluated in the polyurethane in thirteen adjacent points to the experimental model (0.5 mm external screw thread and 6 mm apart - Fig. 3A ). Tensions generated in the screw along its inner diameter, in the upper region (30 points) in the central region (30 points) and in the lower region (30 points) were also evaluated (Fig. 3B ).
*Modulus of elasticity; **Poisson's ratio Hsu et al. (2005) also near the tip for the cylindrical screw (point 7).
When applying the compression and flexion force it was possible to observe that the cylindrical screw generated the highest tension in polyurethane. The dual core screws generated equivalent tension levels (Figs. 4B-C) . The highest levels of tension were observed in the region near the screw head (points 1, 2, 12 and 13) and the tip (point 7) for all screws.
For the same force intensity (F= 50N), the flexion force generated in the polyurethane is the highest, followed by compression. The tension generated by the force in the direction of the pullout is significantly lower than the others.
While evaluating the tension generated in the screw while applying different forces we observed higher levels of tension generated in the dual core screw with single thread. Equivalent tension levels were generated in the cylindrical screws and dual core double thread. The highest levels of tension were observed in the region near the screw head (Figs. 5, 6 and 7) .
RESULTS
The models were validated by simulation of the pullout force, evaluating the elastic region of the curve force (N) versus displacement (mm). The difference between trials in the universal testing machine (UTM) and the finite element method was 10.3 % for G1, 9.5% for G2 and 14.3% for G3 (Table III) While applying force in the direction of pullout it was possible to observe that the cylindrical screw was generating greater tension in polyurethane. The dual core screws generated equivalent tension levels (Fig. 4A) . The highest tension levels were observed in the region next to the screw head (points 2 and 12) for all the screws head and 
DISCUSSION
In this study we used the analysis by finite element method to evaluate the distribution of von Mises tension while applying pullout, compression, and flexion forces. To validate the experimental models, the relative rigidity during the elastic behavior, while applying a force in the direction of pullout for dual core (double and single thread) and cylindrical screws was evaluated (Hsu et al.) . The results for validation are within the acceptable standard. Our results showed that the dual core screws had higher stiffness when compared to cylindrical screws. The same result has been found by other authors (Lill et al.; Seller et al.) .
After validating the models it was possible to evaluate the tension distribution produced by screws, while applying different forces. Our results showed that the dual core screws produced low-tension in polyurethane when compared to the cylindrical screw. Regardless of the direction of force application and the screw design, higher levels of stress in the tip and screw head region were observed.
By observing the tension on the screw, we identified the highest levels of tension in the region corresponding to the first three threads near the screw head, and this tension gradually decreased to the region of the screw tip. This behavior was observed for all types of screws and forces studied. The screw that had lower levels of tension was the dual core -double thread and the higher in the dual core -single thread. This result may occur because the dual core screw -single thread presents the lower internal diameter among those studied. The dual core screw -double thread has a more robust internal diameter in the critical region nearest the screw head. We therefore believe that although a gain in pullout resistance with decreasing inner diameter, these screws may be more susceptible to failure since they present higher internal tension generated from the same applied force.
Considering the limitations of transferring the findings of this study to the clinical aspects, it should be highlighted that the screws' bore taper allow better adaptation to the vertebra due to sticking to the cancellous bone (Lill et al.) . The previously mentioned studies involved structures with a tapered inner and outer diameter which had a reduction in fixation resistance, although with good clinical results (Daftari et al., 1994) . Currently, models of screws such as those used in this study are composed of external cylindrical diameters and a internal conical, thus a progressive increase of the inner part occurs which means in clinical terms, the compression of the bone structure around the screw, thereby increasing the mechanical strength of the system (Inceoglu et al.; Seller et al.) . Thus, the distribution of the stress conditions in the screw depends not only on the conditions of the interface, but also the loading mechanism and morphology of the vertebral structure considered.
Failure to anchor the implant is a medical condition commonly found in vertebral column surgeries (Lonstein et al., 1999) . The literature presents several topics that influence the stability of the screw, including the composition and type of bone, bone mineral density, screw type and how it was inserted into the bone (Wittenberg et al., 1993) . Accordingly, the sum of these factors influences the clinical choice (Oktenoglu et al., 2001) . Studies seeking to assess the type of action performed by a specific spinal implant fixation are of paramount importance, since one can optimize the use of this orthotic device, mainly through indication of the appropriate size screw used in a given clinical condition without compromising the spinal canal.
Some studies show that bilateral placement of screws provides greater resistance to pullout when compared to the method of angled insertion, even when the screw has a short dimension (Dipaola et al., 2008; Patel et al., 2008) . Other studies show that there is an ideal screw insertion angle, allowing greater pullout resistance (Kang et al., 2014; Patel et al., 2010) . In loosening the screwbone interface, clinical (Vaccaro et al., 1998) and biomechanical (Panjabi et al., 1999 ) studies point to high tension, mainly at the lower end of the screw, and tension of the bone -screw interface increases with the angle of divergence of the screw.
Our study design has some limitations and our results can not be fully transferred to the human condition. Indeed, we recognize that a more realistic design should include human vertebrae. However, large variations in bone quality and the geometric characteristics of human vertebrae may compromise the results and validation of the finite element model (Chao et al., 2008; Hsu et al.; Kwok et al.; Lill et al.) . Thus, many researchers have used synthetic models with regular geometry for comparing different designs of vertebrae screws (Hsu et al.; Kwok et al.; Lill et al.; Vaccaro et al.) .
According to the limitations of this study and the methods used, it can be concluded that the use of screws with conical internal and cylindrical external diameter morphology is beneficial since the inner diameter of the thicker screw head is maintained because this region concentrates the major tension in the screw and consequently breakage may occur. RESUMEN: El objetivo de la presente investigación fue validar modelos virtuales para el estudio de tornillos cilíndricos y de pedículo de doble núcleo para evaluar la influencia de la geometría éstos en su anclaje y comportamiento mecánico. Se utilizaron dos modelos de tornillos de doble núcleo, unos de rosca doble y otros de rosca única, ambos tipos conformados por un tornillo cilíndrico convencional. La rigidez se evaluó en una prueba de retirada, utilizando poliuretano. Se crearon tres modelos virtuales tridimensionales que permitieron simular la prueba de retirada para el análisis de elementos finitos. Para validar los modelos, los resultados se correlacionaron con ensayos mecánicos. Se estudiaron las tensiones generadas en el poliuretano y el tornillo a través de la simulación de la aplicación de la fuerza en la dirección de retirada del tornillo, de la fuerza transmitida por la varilla en el individuo en reposo de pie, y la fuerza transmitida por la varilla cuando se realizaba la flexión del tronco. Los tornillos de doble núcleo generan tensiones más bajas en el poliuretano en comparación con el tornillo cilíndrico, para las mismas fuerzas estudiadas. Cuando se evalúa la tensión interna en el tornillo, se presentaron niveles más bajos de tensión en el tornillo de doble rosca, en comparación a los niveles de tensión más altos presentados en los tornillos de rosca única, presentando este tornillo un diámetro interno más pequeño que puede ser responsable de la mayor tensión. Los tornillos de doble núcleo y doble rosca proporcionan un buen anclaje con mayor diámetro y tensión en la región a tratar, evitando la fractura.
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